STANDARD OPERATION PROCEDURE - 2003

ACUTE DIALYSIS CART, CLEANING AND RESTOCKING

PURPOSE:  To establish a standard operating procedure for cleaning and restocking acute dialysis carts. 

POLICY:   Acute dialysis carts are returned to SPD after each use for cleaning and restocking.

RESPONSIBILITY:  SPD staff or personnel performing SPD type duties.

PROCEDURE:  

1.  After use of this cart, clinicians will call SPD for pick up.

2.  The dialysis cart is brought to the receiving area where supplies are removed and placed in a clean bin/container. 

3.  The cart is transported to the decontamination area for cleaning and disinfecting.  

4.  Disinfect the cart from top down, including inside of drawers, using a hospital-approved disinfectant.

5.  The cleaned cart is sent to the distribution area and restocked according to inventory sheet.

6.  Sign and date the inventory sheet.

7.  Place the cart in position for reuse.

Reference: VA Handbook 7176, Supply, Processing, and Distribution Operational Requirements

SPD Advisory Group, Best Practices

Page 1 of 1  


